
Salmonella Supplement Part #S2-SALI
10 mL per vial

For Laboratory Use Store at 2–8°C
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Rehydration Instructions:
1. Remove the cap and the metal sealing ring from the vial.

2. Wearing gloves to protect hands and prevent contamination of S2-SALI, 
slowly remove the rubber cap and place it top-down on the bench/counter.

3. Add 10 mL sterile Butterfield’s Buffer to the S2-SALI vial.

4. Replace the rubber cap and gently swirl the vial until the lyophilized powder 
has completely dissolved.

5. Record the date rehydrated on the vial label. Rehydrated supplement can be 
used for up to four weeks after rehydration.

Usage Instructions:
1. Add 0.1 mL of the rehydrated S2-SALI to the desired Salmonella (S2-SAL) 

test vial.

2. Place the rehydrated S2-SALI back in the refrigerator.
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